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Powerful Data Base Management Systems 
for Small Computers 



For the first time, sopliisticated data management is 
available to the user of computers as small as the HP 2100 
and HP 3000. 

by Richard E. Mclntlre 
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COMPUTER INFORMATION SYSTEMS harness 
the processing power of the computer to collect 
and organize data and make it easily accessible to the 
businessman, scientist, or other user who needs it. A 
computer information system may be thought of as a 
set of applications programs using common data 
bases through a data management system, as shown 
in Fig. t. The data management system is composed 
of two separate software entities: the operating sys- 
tem and the data base management system. 

In the past it has been generally accepted that com- 
puterized information systems and, similarly, data 
base management systems, required large-scale com- 
puters. But as computer performance has expanded, 
the conventional concept of a data base management 
system has changed. Increasingly evident is a shift 
away from large central processors designed to serve 
all needs and all users. The demand now is not neces- 
sarily a bigger or faster computer, but a less costly, 
more flexible system tailored to serve definite data 
base requirements and process the total expected 
workload at a lower cost, 

Small-Computer Data Management 

Hewlett-Packard's new data base management 
system. IMAGE, and its companion data base inquiry 
facility, QUERY, for the first time make sophisticated 
information management available to the user of 
small, low-cost computer systems based on the HP 
2100 and HP 3000 Computers. The design objective 
for these new software systems was to make common 
data bases and data management services accessible 
to users ranging from those who know nothing about 
the system and want to use it without learning com- 
plex programming languages to those who under- 
stand the system well and want to manipulate its 
inner workings to their advantage. 

IMAGE is designed for the internal user, that is, the 



information systems manager, the data base manager, 
the systems analyst, the computer system specialist, 
and the programmer — the user who is interested in 
the computer, its associated input/output devices, 
computer programs, and the influence of these com- 
ponents on data entry, organization, and retrieval. 
QUERY is designed for the external user, the non- 
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Fig. 1, General concept of a computer information system 

specialist, vvhose needs are to retrieve, analyze, and 
report information to support his function and de- 
cision processes. 

IMAGE consists of a set of programs that create and 
maintain complex data structures known as data 
bases, and a set of library procedures that enable 
users to access, modify, and report on the data content 
of the data bases. There are two versions: IMAGE/ 
3000 for HP 3000 Computers and 1MAGEJ2000 for 
systems based on HP 2100 Computers. IMAGB'2000. 
a subset of IMAGE/3000, has many hut not all of the 
features of IMAGE/3000. IMAGE'2000 operates under 
the control of the disc operating system for HP 2100 
Computers (DOS-Ill) and IMAGE/3000 is executed 
under the control of MPE/3000, the operating system 
for HP 3000 Computers. 

IMAGE/300a Features 

IMAGE provides powerful software tools that help 
the data base manager define and create a data base 
tailored to his requirements. It has a network data 
structure that allows cross-referenced access to col- 
lections of data down to the smallest unit. 

The data base manager defines data sets and their 
interrelationships just once. Thereafter, applications 
programmers can search, retrieve, or update their 
data bases from host-language programs without con- 
cern for the details of accessing the data base. Host 
languages can be FORTRAN, COBOL, or SPL (the 
HP 3000 Systems Programming Language). 

IMAGE provides facilities for combining files from 
many applications into one data base, so sets of data 



that occur in two or more o!d files are consolidated 
and need be stored only once. 

A flexible security scheme lets the data base de- 
signer control access to any subset of the data base, 
down to the smallest unit. The user must include a 
password or level word identifying his access. Read- 
ing and updating are treated as two separate opera- 
tions, and the system checks each data transfer re- 
quest to determine the user's access before allowing 
the read or update operation. 

IMAGE Subsystems 

IMAGE consists of three basic elements (Fig. 2): 
a data base definition subsystem (DBDS), a data base 
management subsystem (DBMS), and a data base util- 
ity subsystem (DBUS).' The data base manager uses 
DBDS to define the data base and DBUS to create and 
maintain the data base. The applications program- 
mer, the principal user of IMAGE, writes procedural 
programs using a host language and the data base 
management language, DB.ML. which operates on the 
data base using DBMS. 

DBDS is independent of the applications programs. 
This system allows the data base manager to define 
all aspects of data base organization. His data base 
definition is called a schema. Using the data base- 
definition language, the data base manager defines 
data items, security levels, and relationships and map- 
pings between data sets. 

' DBDS correspontls to the COOASVL dila bite task arsiip's ditg tiisi ilescriptjsn 
sratemems ana schema piacmcir DSMS cortespsnds to CODASYL's dila Dise 
mjnipiilaliiin [anguags and litirdiY roulines DBJS ccrrespaids to vartous CODASVL 
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Fig. 2. IMAGE suOs/sfsms IMAGEWOQ. for HP 2100- 
Series Computers, is a subset of IMAGE 3000. which rons on 
ar} HP 3000 Computer System 
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DBMS provides the means for applications pro- 
grammers to access an IMAGE data base. DBMS is a 
set of stored library routines invoked by CALL state- 
ments in host-language applications programs. 
DBMS serves as the interface between the data base 
and the appl icattons programs, and either can change 
without affecting the other. DBML is a non-proce- 
dural language. It relies on the host language to pro- 
vide a framework and the capabilities required to 
manipulate the data. Thus, the application program- 
mer uses the full data processing power of his host 
language and leaves data base structure and access 
activity to the DBMS. DBML is not an inquiry lan- 
guage and does not provide for selection criteria in 
the form of Boolean expressions; however. QUERY 
does allow such selection criteria. 

The third IMAGE subsystem, DBUS, consists of a 
set of support routines that run as stand-alone pro- 
grams. DBUS permits building, dumping, and restor- 
ing data base.s and assists in their restructuring. 

Preparing a Data Base 

Four steps are required to prepare an IMAGE/.TOOO 
data base (see Fig. 3). The first step is for the data base 
manager to use the data base definition language to 
define the data base structure. Fig. 4 is an example of 
a typical data base definition, or schema. Second, a 
DBDS program is employed to process the schema, 
the result being a disc-resident table describing the 
data base. This table is called a root file. Third, a 
DBUS program is employed to build the empty disc 
files that constitute the framework of the data base; 
each .such disc file is called a data set. Fourth, data is 
entered into the previously created data sets by means 
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Fig. 4, /In example of a schema that defines an IMAGEI300Q 
data base. 



of QUERY or applications programs. 

When an applications program uses the data base, 
it must enter its data requirements into a data buffer, 
which defines the elements of the data base the 
program needs. When the program wants to access 
the data base, it communicates with IMAGE'3000 
using DBML to access the DBMS subsystem. Using 
the program's data buffer and the data base root file 
to locate the desired data, DBMS gets the data for the 
applications program. If updating is required. 
DBMS will take the new data from the data buffer 
and put it into the data base. 
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IMAGE/3000 Data Base Organization 

Within an IMAGE' JOUCJ data base are three basic 
structures: data items, data entries, and data sets. 

The data item is the smallest accessible data ele- 
ment. Each data item is a value and is referenced by a 
do (a item name, which is a character string defined in 
the schema by the data base manager. Usually, many 
data item values are referenced by the same data item 
name. 



Data Item Name 


Data Item Values 


from Sctiema 




NAME 


SMITH, JONES, lOHNSON. 




GREEN. MEADE, DILLION 


CITY 


SAN JOSE, DEN\'ER, PRESCOTT 




A)0, GILROY, TR.\CY 


STATE 


GAUFORNIA. ARIZONA, 




COLORADO 



A doia enfry .is an ordered collection of related data 
items and is defined by an ordered listing of the data 
item names in the schema. Data entries are stored in 
physical locations on a direct-access storage device, 
such as a disc. 



DstB Entry 

Definition 

- ftcii n Sehanw- 



NAME 



dTY 



STATE 



DEGREE SRX 



Data 
Ealilss 



^1*1 



SMTTH PRESCOTT ARIZONA HA M 

[ONES DENVER COLOR'lDO MBA M 

JOHNSON SANIOSE CAUFOR.MIA MS F 

GREEN TRACY CALIFORNIA BA F 



A data set is a collection of data entries sharing a 
common definition, AU data entries within a data set 
are of the same length (the maximum length in 
IMAGE/3000 is 4094 bytes). A data set name, a 
character string defined in the schema, references any 
or all of the data entries of a data set. The number of 
data entries in a data set is limited by available disc 
space. 

Data Set Name: PERSONNEL 

Data Entry Definition from 
Schema: NAME. OTV, STATE. DEGREE, SEX 



Smith Prescott Arizona a.-\ M 
(ones Denver Colorado MBA .M 

(ohnson San Jose California MS F 
Green Tracy California BA F 



Physical 
Storage 
Locations 
on Disc 



A data base is a named collection of related data 
sets. It is referenced by a data base name. 

Search Items and Ctiains 

Data entries in a data set can be referenced by one 
or more data items known as search items. Search 



items of a data set are specified in the schema. Data 
entries of a data set are linked together in subsets 
based on the values of their search items. For ex- 
ample, the data item ^T.-XTE might be specified as 
one of the search items for a data set. A general refer- 
ence to all data entries of the data set having the same 
value of .ST.^TE is then possible. If all fifty states of 
the United States of America are represented, the 
data set would be logically divided into fifty subsets, 
with all the entries of each subset containing the same 
value of STATE, 

Each data entry of a data set is distinguished by an 
entry number. An entry number is a unique integer 
between 1 and N, where N is the data set's capacity or 
the total number of available data entry storage lo- 
cations, as defined in the schema. Each storage loca- 
tion is initially empty. Whenever a new data entry is 
added to a data set, it is assigned one of the unused 
entry numbers and written in the corresponding 
storage location. Entry numbers are the means by 
which data entries with like search item values are 
linked together. 

IMAGE/3Q00 Chains 

For each search item, pointers are maintained by 
IMAGE with-eaeh-data-eBtryT^long with the data item - 



Why Data Base Management 
Systems? 

Historically, the cost' performance ratio ol computer hard- 
ware has improved, while the cost ot programmmg has th- 
ere ased. Just as a major reason (or the deveioprneni of high- 
level languages such as FORTRAN and COBOL was to reduce 
coding time and cost, the primary objective of information sys- 
tems development is to reduce the time and cost of writing pro- 
grams to store and retrieve information in a computer system 

In data management, there are certain functions that are 
repetitive, time-consuming, and error-prone, and if each pro- 
grammer performed these functions every time he created a 
new program it would tie extremely inefficient and uneconomi- 
cal For example, in an earlier approach to data processing 
using a batch n^ode of operation, all the data (or a particular 
application had to accompany the applications program Thus 
data in the personnel file might be repeated m the skills file, 
the payroll file, and the medical file When these files are com- 
bined into a common data base, redundant data is eliminated. 
storage costs are lower, and the data is internally constsient, 
requinng only one standard procedure for updating or modifi- 
cation Also, data base managernent can be performed inde- 
pendently, freeing the applications programs from this task 

Data base management concepts are an evolution of earlier 
EDP techniques and not a radical new method The innovation 
in the data base approach is that the definition and control 
Of the data base are independent of the applications The com- 
mon data base of logically connected files or items of data is 
then accessibieto all programs Of the proper secunty clearance 
by means of special software thai permits more efficient data 
processing and therefore easier systems developrnent and 
lower programming costs 



©Copr. 1949-1998 Hewlett-Packard Co. 



SCHL-TEACH 



S«arch Item to 

One Detail 

Data Set 



SCHL-CRSE 



Search Mem to 

One Detail 

Data Set 



SCHL-CnSE-ID 



Search Item to 

Two Detail 

Data Sets 





Search Item to 

One Detail 

Data Set 



SECTION- 
MSTR 






▼ % 



% 






STUDENT- 
. MSTR 



«9 • 



STUDENT. 
TEST 



COURSE- 
, MSTR 




Master Data Sets 



Detail Data Sets 



Search Item Deserlptloin 



Data Base: SCHOOL 



Fig. 5. IMAGEGOOO data sets are of two types, master and detail. An important purpose of 
master data sets is ro serve as indexes to detail data set chains. 



values for that entry. These pointers contain the entry 
numbers of the preceding and succeeding data en- 
tries within the data set that have the same search 
item value. All data entries having the same search 
item value are linked together in this way, and are 
referred to cpUectively as a chain. 

In a set of employees, for example, engineers form 
a subset of the employee set, based on the search item 
JOB-TITLE. All engineers would be linked together to 
form an engineer chain. Thus, members of a data 
chain have in common the value of a specified search 
item. 

A chain may be in sorted order if each new data 
entry is inserted into the chain at a point determined 
by the value of a specified data item called a sort item. 
Sort items are defined in the schema, 



IMAGE/3000 Data Set Types 

There are two types of data sets in IMAGE/ 3 000: 
master data sets and detail data sets (Fig, 5). Detail 
data sets contain "line item" information. For ex- 
ample, in the detail data set PER.SON.vel, each person's 
location, educational experience, and similar infor- 
mation is stored. An important purpose of master 
data sets is to serve as indexes to detail data set 
chains. 

The data entries of a master data set have just one 
search item and unique search item values. Thus in a 



master data set with the search item ST.-XTE, there are 
at most fifty entries, one for each of the United States 
that appears in a related detail data set. 

Data entries of a master data set contain pointers to 
corresponding chains in related detail data sets. For 
example, if the specified search item is ST.ATE. the 
"New York" entry in the master data set will contain 
the entry numbers of the beginning and end of the 
"New York" chain in each related detail data set. The 
"New York" entry (and all other entries) in the master 
data set may also contain master information about 
the state, such as population. This information then 
does not have to be duplicated with each "New York" 
entry of the detail data set or sets. 

For each search item defined in a detail data set, an 
existing master data set is specified by name. This 
association establishes a master-detail data set re- 
lationship. A master data set may be related to more 
than one detail data set. and a detail data set may be 
related to more than one master data set. 

IMAGE/3000 Data Access 

All data base operations are accomplished through 
the facilities of the DBML that interface with a host 
language such as COBOL, FORTRAN, or SPL. The 
DB.ML is structured so that each command consists of 
a DBMS procedure call followed by a set of 
parameters. 
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In general, access to data within a data base is car- 
ried out on the data entry level. That is, each call to a 
DBMS procedure accesses some or all of the data 
items within a data entry. The table below presents 
an outline of the parameter set. 

CALL <DBMS procedure?- USING 

<base><dsBt><niode><status>[<liat><buffer><arg>] 
Where: <base> is ihe data base of interesl 

<dset> is the data set of interest 

<mQde> various modes within each DBMS 

procedure 
<status> status area containing the results 
of the execution of the DBMS pro- 
cedure in the application program. 
<hst> is a list of data item names of 

interest. 
<buffer> is the address of a buffer in the 

user's data area 
<arg> is the search item of interest 

[ ] indicates optional parameters 

Some of the functions that can be accomplished 
through use of the DBMS procedures include adding 
a new data entry to a data set. deleting a data entry 
from a data set, reading some or all of the data items of 
a data entry, and changing the values of items of a 
data entry. 

Master Data Set Access 

Data in a master data set may be accessed in serial, 
directed, calculated, or chained fashion. 

In serial access. DBMS accesses the data entry 
whose entry number is one greater than the last until 
a data entry is located and read or until an end of file 
is encountered. When a data set is accessed by a pro- 
gram for the first time, a search begins at entry num- 
ber one. Reverse serial access is also possible. 

Directed access is accomplished by an applications 
program's supplying an entry number. If present, 
the data entry with tlie specified entry number is read. 
If no such data entry exists, the program is notified 
by an exceptional condition return. 

Calculated access is based on a search item value. It 
involves mapping the applications-prograra-sup- 
plied item value into a primary entry number by 
means of what is known as a key transformation. The 
data entry- at that location is then accessed to deter- 
mine if it contains the matching search item value. 
The key transformation may map more than one 
search item value into the same primary' entry num- 
ber. When this occurs the search item values are called 
synonyms. If the data entry at the location speci- 
fied by the primary entry number does not contain 
the desired search item value but does contain a 
synonym, an exhaustive search of all synonyms with 
the same primary address is made to locate the de- 
sired data entry, if it exists in the data set. To elimi- 
nate ambiguity, data entries of a master data set must 



have unique search item values. Calculated access 
is used to retrieve a selected data entry or obtain the 
chain head pointer of a detail data set chain from the 
master data entry without an exhaustive search of 
the entire master data set. Obtaining the chain head 
pointer is generally done as a prelude to accessing 
the data entries of a chain in a detail data set. 

In chained access of a data entry in a master data 
set, the applications program may read the next data 
entry in a synonym chain in either the forward or the 
backward direction. 

Detail Data Set Access 

The first data entry in a detail data set is assigned 
entry number one and subsequent data entries are 
assigned entry numbers 2. 3. 4 and so on in sequence. 
However, DBMS keeps track of deleted data entries 
and always reallocates deleted entry numbers. This 
modified sequential allocation is called serial allo- 
cation; it applies only to detail data sets. 

Data entries are logically linked to other similar 
data entries in the detail data set, as well as to the mas- 
ter data entry to which they belong. Detail data en- 
tries may be retrieved directly through chains related 
to the master data set. 

The data entries of a detail data set may be accessed 
in serial, directed, or chained fashion. Serial and' 
directed access to data entries in a detail data set are 
identical to that for master data sets. Chained access 
to data entries is only applicable to detail data sets 
having one or more search items. When a new data 
entry is added to such a data set it is linked into the 
existing chain of data entries whose search item 
values match that of the new data entry. If the new 
data entry has more than one search item this linking 
process is done for each search item. 

Chained access to data entries of detail data sets 
enables rapid access to all data entries having a com- 
mon search item value but, in itself, does not assist 
in locating the initial occurrence of a value. Retrieval 
of detail data entries in a given chain is generally 
preceded by a calculated access to the corresponding 
data entry in a master data set to obtain the chain head 
pointers. Once the application program has located 
itself on a chain, it may read the next data entry in 
either the forward or backward direction of the chain. 

QUERY/3000 Subsystem 

QUERY/3000 is a self-contained subsystem that 
interfaces with the DBMS of I.MAG&3000, A major 
development problem was to design a suitable lan- 
guage that would respond to spontaneous and un- 
anticipated inquiry concerning data in an IMAGE/ 
3000 data base. It was critical that the user be given a 
communication tool that relates to his problems 
rather than to the underlying programming prob- 
lems, and that the language be the user's natural lan- 
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guage or something very close to it. 

By entering Knglish-like commands to QUERY/ 
3000, the user can access data in the data hase without 
learning complicated programming languages. The 
QUERY language, QL, allows the ustjr to specify the 
information he wants using logical Boolean expres- 
sions of key-value pairs. The user may write proce- 
dures, have them e.xecuted, and, if desired, have them 
stored for repeated use at a later time, 

QUERV/3000 Functions 

QUERY/3000 is composed of six functions (see 
Fig. 6): QUERY language (QL), QUERY interpreter, 
retrieve subsystem, report writer subsystem, update 
subsystem, and auxiliary functions. 

The QUERY interpreter initially displays a stan- 
dard HP 3000 program identity message, an initiali- 
zation message, and a prompt character on the user's 
terminal. The prompt character tells the user that he 
has correctly requested QUERY/3000 and the QUERY 
interpreter is active and awaiting further input. The 
QUERY interpreter is the switching module of 
QUERY/3000. It interprets requests from the user, 
passes control to the appropriate module for further 
processing, and outputs the results to the user. 

The retrieve subsystem doe.s both inter-record pro- 
cessing, in which specified data entries are selected 
from the data base, and intra-record processing, in 
which the selection criteria are more restrictive. Data 
entries satisfying the selection criteria are extracted 
from the data base and their entry numbers are placed 
in a selection file. The number of data entries meet- 
ing the retrieve criteria is then displayed to the user. 
The user may now allow the report writer or update 
subsystems to execute, or may Hmit the number of data 
entries retrieved by issuing another HND command. 
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Fig. 7. OUERYI3000 commands. 

The report subsystem provides flexibility in the 
format of reports. Reports may include page head- 
ings, column headings, and page numbers. Data item 
values may be subtutaied and totaled, and data entries 
may be sorted by multiple categories. 

The update subsystem allows on-line update to the 
data base. The updated information is usable immedi- 
ately after updating. 

The auxiliary functions allow the user to create 
procedures for changing specific data item values in 
a data entry, for locating data entries that qualify ac- 
cording to specified search conditions and for writing 
reports about data entries that were retrieved. The 
user can also list, modif>'. or delete stored procedures. 

QUERY-Language Commands 

Thfj QL commands, shown in Fig. 7. may be used 
in either an on-line or a batch environment. 

The HELP command is a tutorial aid; it may he used 
whenever the user wants to know the required syntax 
for a particular request. 

The E.XIT command may be used anytime an input 
response is expected; it causes immediate termina- 
tion of QUERY/3000 and returns control to MPE/3000, 
It is the proper method of notifying the system of 
exiting from QUERY/3000. 

The purpose of the I'OKM command is to display the 
structure of a data base. When used, it lists the data 
item names, data set names, and relationships de- 
fined in the schema. These names may then be used 
in other commands. 

The DERME command is used to inform QUERY/ 
3000 of the data base of interest, the data sets of in- 
terest, a SPEC-FILE containing stored procedures, and 
the output device name. These remain valid for any 
other QL command, but may be changed at any time. 
If a required define type is not present in the define 
table. QUERY/3000 will display an error message 
and the user must supply the required define type 
before being allowed to continue. 

Data Retrieval 

Data entries are retrieved from the data base as 
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specified in the FIND command. When there is more 
than one comparison for each data entry, each com- 
parison must be connected logically to the next by 
AND or OK. The FIND command is of the general 
form: 

FIND <a data item name> <with a specified 
relation to> <a specified data item value> END 
A list of available data item names may be obtained by 
using the FORM command. The type of comparison to 
be made is indicated by the relational operators 
listed below: 



RELATIONAL 
OPERATOR 
IS IE 

ISNOT INE 
ILT 
INLT 
IGT 
INCT 
lU 



MEANING 



< 
< 

> 
* 



n, "S a « n^, where a is a data item name 
defined in the schema, and n, and n, are 
specific limits. 



When multiple logical connectors are used, ANDS 
are satisfied first and then ORs. Parentheses are not 
allowed. 
Examples; _ 

1, Retrieve all data entries of persons who are be* 
tween the ages of 21 and 25, live in the state of Iowa, 
and have blood type AB, 

FIND STATE IS ■'IOWA" AND AGE IB "ZV. "ZS" .\ND 
B-T IS "AB" END 

2. Retrieve all students majoring in German or 
Spanish, whose cumulative grade average is greater 
than 2.9. 

FIND .MAJOR IS "GERMAN", "SPANISH" AND AVGRADE 
IGT "2.9" END 

Reports 

The REPORT command is an extension of the FINT) 
command. Its purpose is to generate a report of the 
data entries retrieved by specifying either a report 
procedure, the name of a report procedure stored on a 
SPEC-nLE, or the keyword ALL, which prints the data 
item name and data item value for each data item in 
every data entry retrieved, without any report for- 
matting or data editing. 

If the user wants to print the retrieved data on an 
output device in a formatted report, he may specify 
a report procedure. There are six statements that en- 
able him to do this. These specify the header infor- 
mation to be printed at the top of each page, the order 
in which data is to be sorted, the data to be printed in 
each report column and the way in which it. is to be 
punctuated, and any summaries to be printed of in- 
formation contained in parts or all of the report. 

Fig. 8 shows an example of a QUERY/3000 inquiry, 
report definition, and report. 
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Fig. S. An example of a QUERY3Q00 request, response. 
report defmihon, and report 

Update Commands 

The UPDATE command may be an extension of the 
FIND command if data items are to be deleted or re- 
placed. The UPDATE command may also be used to 
add a new data entry. The update procedure allows 
three different types of update statements: ADD, 
DELETE, and REPLACE. 

The ADD statement is used to add a data entry to the 
data set. The user need not include all values for ever>' 
data entry: data items values not included will be 
declared null by the system. The system will prompt 
the user with the data item names of the data set when 
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requesting input. If a data item name Is a key or search 
item, a value of null will not be accepted. 

The DELETE statement in the update command is 
executed after the kind command has been executed 
and the data entries have been retrieved. All retrieved 
data entries will be deleted from the data base. 

To replace specified data item values, the KHPL.ACE 
statement of the UPDATE command is used. It is exe- 
cuted after a l-TND command has been executed and 
the data entries having data item values to be re- 
placed have been selected. If the REPLACE statement 
is applied to data entries that do not contain the data 
item to be replaced, the system will not modify the 
retrieved data entries. 
Stored Procedure Commands 

The CREATE command is used to store a FIND, RE- 
PORT, or UPDATE command into a .SPEC-FILE. FIND, RE- 
PORT and UPDATE commands may all be stored in one 
SPEC-FII.E. 

The DISPLAY command will display a stored pro- 
cedure generated with a CRE.^TE command. The key- 
word LIST will print all the procedure names in the 
SPEC-KILE. 

The ALTER command allows the user to make modi- 
fications to a stored procedure in the SPEC-FILE, In- 



dividual lines may he deleted, replaced, or inserted. 
The DESTROY command causes the destruction of 
a stored procedure generated with a CREATE cora- 
-mand. This command will not destroy any data sets 
of a data base. 
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SPECIFICATIONS 



IMAGE/3000 QUERY/3000 

DATA ITEM NAMES PER DATA BASE: 2» 

DATA SETS PER DATA BASE: 99 iTrte space pccuped By any sjngfe dala sel 

cannot exGe&i The capaoly o< any one titic clnve However, Itie lutal dala baso 

rs Irmrted gcily by The Total a^aiTable slwa^e t 
CHARACTERS PER ITEM NAME 16 
CHARACTERS PER OATA SET NAME: 16 
DATA ITEMS PER DATA ENTRY: 127 
MAXIMUM DATA ENTRY SIZE: 4094 b/tss 
KEYS PER DETAIL DATA SET: 16 
DETAIL DATA SETS PER MASTER DATA SET: 18 
ENTRIES PER CHAIN: 65000 
ORDEfllNa INFORMATION: 

322 ISA IMAGE 300D Data Base ManaoemenT System Includes BOO bp 
mAgnetM: Lape arid manual (addtional manuals optionally avatlsbJe) Pnce rn 
USA STODOO 

3221 5A. too Same as 3221 SA but on 1600 bt» magnetic Tape 

3a216A OLIERYSOOO Data Base Inquiry Facility Incluiles SOO Qpi magnecc 
tape and manual laddHional manuals opLonaliy avaMatslei Pnce in USA 
$1,000 

3221fiA-iOO Same as 3221SA but on 1600 bpi magnate lapa. 

IMAGE/2000 QUERY/2000 

DATA ITEMS PER DATA BASE: 130 

DATA SETS PER DATA BASE: 20 (It more oata sets are needed It b poss«)le to 

Puild up to 255 data t>ases on tfie system \ 
MAXIMUM DATA TTEM SEE: 126 bytss 
MAXIMUM DATA ENTRY SIZE: S12 bytes 
DATA ENTRIES PER OATA SET: 327B7 
LINKING: For IBS retnevsl o( re<ated infsimailan a data %m may be hnMed to as 

many as live oilier data s«t«. 
OnOERING INFORMATION: 
2<376B IMAGE2000 with QUERY 2000 Inckjtles tapes and manuals laiJ. 
{£t30nai manuals opaonaliy avaiiatiie) Price m USA £4250 
MANUFACTURING DIVISION: DATA SYSTEMS DtVIStON 
U GOD Wane Read 
CtuMriino. CalilomtB BSOK U SA 
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Quality Frequency Counters Designed 
for Minimum Cost 

Lowest possible cost was a major design objective for these 
counters. But so were high quality, excellent performance, 
ease of service, and efficient production. 

by Lewis W. Masters and Warren J. O'Buch 



NEW TECHNOLOGY AND HEIGHTENED user 
interest in price/performance tradeoffs have 
joined forces in recent years to generate a growing 
roster of lower-cosl instruments. When the decision 
was made to add a minimum-cost HP frequency coun- 
ter to this roster, a "design-to-cost" approach was 
taken. The broad objective was to produce an instru- 
ment that would have -traditional HP quality at a 
specified selling price. This was translated into five 
specific objectives: low cost, good performance, high 
quality, ease of servicing, and efficient production. 
All five objectives had to be properly balanced. 

Performance 

The four performance characteristics considered 
most important were frequency range, sensitivity, 
resolution, and accuracy. It became clear that two 
counters were required to satisf\' the largest number 
of customers. One would be a minimum-cost counter 
that would work from audio frequencies to about 80 
MHz with moderate sensitivity, resolution, and ac- 
curacy. A second, higher-cost counter was indicated 
for those applications which demanded higher fre- 
quency (to 225 MHz), greater resolution, and greater 
accuracy. These two counters eventually became 
the 5381A and 5382A. respectively. 

Low Cost 

Once the marketing group had specified the new 
counters' selling prices and had established perfor- 
mance targets, the project was turned over to en- 
gineering. Because it was a "design-to-cost" project, 
every design decision required analysis of its effect 
on total cost. In many instances a complete concep- 
tual design of a counter was required before all costs 
could be determined. For example, going to one fewer 
display digits would have required re-optimization 
of the display system, the decade counter system, the 
time base select logic, and possibly the power supply. 



These cost estimates were more than mere summaries 
of parts cost; they also included detailed labor and 
warranty cost estimates. The best design, then, had 
to have balanced costs in all areas; lowered parts cost 
was not considered if it was offset by increased labor 
or service cost. 

Quaftty 



While the objectives of good performance and low 
cost presented many design challenges, the quality 
requirement provided many discussions but very few 
compromises. The counters had to be rugged and 
dependable. The two instruments were going to carr\' 
the HP label and therefore the tradition of reliability 
and quality established by the more expensive HP 
counters had to be continued in these two products 
costing only a few hundred dollars. 

Efficient Production 

It was obvious to all involved with the low-cost 
counter project that the only way the cost objective 
could be met and the performance and quality stan- 
dards maintained would be to employ the mo.st effi- 
cient production and testing techniques available. 
Since the best source of this information was the pro- 
duction personnel themselves they were involved 
during the early stages of the instruments' design. All 
aspects of the production process from printed-cir- 
cuit board construction to board loading, from com- 
ponent selection to final assembly, and from pretest- 
ing to final testing had to be explored for the most 
efficient methods. The printed-circuit boards were 
designed as suggested by the production experts 
to make them easier to load and solder. Analysis 
showed that time could be saved by eliminating pre- 
testing for all components except the display board 
and by designing dedicated testers to speed final 
testing. 
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Serviceability 

The quality objective implied that the counters had 
to carry the standard HP warranty of one year on parts 
and labor. To achieve this objective, it was necessary 
to assure that when a counter did require repair, ser- 
vicing could be accomplished easily, rapidly, and at 
low cost. As a result, the service engineer was in- 
volved during the initial design states. His early in- 
volvement meant not only that the instrument would 
be easily serviced but that the operating and service 
manual would help keep both the need for servicing 
and the attendant costs to a minimum. The service 
engineer made many recommendations for test 
points and for redesigninj> the printed-circuit boards 
to make the test points easier to find and more acces- 
sible. In the manual, test points are emphasized on 
schematic diagrams, and waveforms and truth tables 
are incorporated into the schematics. The manual 
contains information for users not familiar with com- 
mon electronic equipment — for example, explana- 
tions of BNC connectors and shielded cables — and 
more applications information than is usually 
provided. 

New Counters 

The new low-cost HP counters are Models 53fl1A 
and 5382 A. Fig. 1. They represent a significant con- 
tribution to the state of the art, not in sophisticated 
circuit design or esoteric performance, but in the 
careful optimization of all facets of the design. 

A glance at the front panels of the new counters 





Rg. 1. Models 5381 A flop) and 5382A Counters measure 
fp 80 MHz and 225 MHz, respectively 



Fig. 2, Large-scale integrated circuits reduce the number of 
components, thereby reducing assembly costs and simplify- 
ing troubleshooting 

reveals their simplicity. There are no gate lights, an- 
nunciator lights, sample rate controls, multiple in- 
puts, time measurement capabilities, or BCD outputs. 
It is amazing how fast costs can increase as things get 
more complicated. More integrated circuits inevi- 
tably mean more printed-circuit boards, more power 
supply capacity, longer assembly time, lower reli- 
ability, and more difficult troubleshooting and repair. 

Great care was taken to keep hand-\vired connec- 
tions to a minimum. In the design of the timebase and 
ilecade counter, two approaches were considered — 
niany inexpensive integrated circuits or a few expen- 
sive ones. On an initial cost basis the former looked 
slightly better, but because it meant increased board- 
loading labor and more difficult troubleshooting, 
ihe l.SI approach was chosen. Two low-power MOS 
LSI IC's replace 25 TTL MSI IC's (Fig. 2). 

Another cost-cutting philosophy was to minimize 
research and development. Not having to repay a 
large research and development expenditure and not 
spending a lot of money on special tooling or custom 
integrated circuits mean lower prices. The new coun- 
ters use as many standard commercial components as 
possible and borrow many parts from other HP coun- 
ters. For example, the timebase and decade counter 
IC's and the sturdy cast-aluminum case come from 
the 53O0A. The only parts unique to the 5381 A and 
5382A are the front and rear panels and the power 
transformer. Using standard parts also shortened the 
time from inception to introduction and is expected 
to increase reliability. 

A low selling price does not require the use of low- 
quality parts. It was found that using lower-grade 
parts often would not save money. Since the parts 
selected are used in many other instruments the vol- 
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ume is high enough that prices are lower than for 
iower-grade parts used in smaller quantities. Also, 
non-standard or lower-quality parts would probably 
raise the warranty costs more than they might reduce 
initial costs. All resistors have 5% tolerance, electro- 
lytic capacitors are of an industrial grade, and tan- 
talum capacitors are used where possible. 

Display Digits 

The resolution of a direct-count frequency counter 
i.s dependent only on the gate time selected, not on 
the number of digits in the display. However, it Is 
more desirable and convenient to have many digits; 
this gives maximum resolution without the ambi- 
guity inherent in overranging. 

At first, it seemed that more digits would mean 
higher costs because of the additional light-emitting 
diodes, integrated circuits, power supply capacity, 
and labor that would be required. However, when 
five-digit and seven-digit versions of the 5;i81 A were 
compared, the costs were surprisingly close. This 
happened because seven digits make certain design 
economies possible. The seven-digit counter makes 
effective use of a proprietary HP six-decade counter/ 
liilch multiplexer LSI integrated circuit. This IC not 
only costs lesTthan Ih^eqiiivalenl riL IC's, but also 
saves assembly labor, board space, repair time, and 
power. 

The seven-digit counter also uses a simpler gate- 
time selection method. A five-digit 80-MHz counter 
should have five gate times, but a five-position gate- 
time selector would have to include a ccstly rotary or 
pushbutton switch. With seven digits the two fastest 
gate times could be eliminated with no loss of ver- 
satility, and an inexpensive, reliable, three-position 




slide switch could be used. Because of the small price 
differential and large gain in convenience, the seven- 
digit .5381 A was chosen. The 5382A has eight digits 
for the same reasons. 

Maximum Count Rates 

To provide maximum versatility and value the 
highest count rates commensurate with cost were de- 
sired for the two counters. Count rates above 80 MHz 
require the use of ECL (Emitter Coupled Logic) cir- 
cuitry. The special ECL power supply and many sig- 
nal level translations required to interface with the 
TTL control circuitry made this approach too expen- 
sive for the 5381A. Therefore, the 5381A uses the 
fastest available TTL counter decade. 

The trade-off in the 5382 A was somewhat different. 
Above 22.5 MHz costs skyrocket because the input 
frequencies become high enough to require special 
input amplifiers and impedance matched inputs. 
Furthermore, most customers who need higher count 
rates need it much higher, say 500 MHz or so. The 
225 MHz cutoff was c:hosen to cover as many of the 
VHP communications bands as possible without in- 
curring inappropriate costs. 



Input Sensitivity 



Fig. 3. Amateur radio is one of (."e applications ror Moaei 
5382 A. VHF television is another Model 5381 A is suitable 
tot commetciai mobile radio and citizens band. 



At first, very high input sensitivity sounds like a 
good idea. However, there are at least two drawbacks: 
it is expensive and it can lead to measurement prob- 
lems for many customers. To illustrate the latter 
point, suppose one has a counter that has lOmV rms 
sensitivity and wants to measure a lOV rms signal. 
That lOV signal will have to have better than a 60-dB 
signal-to-noise ratio to guarantee correct counting 
(60 dB below lOV is lOmV). In practical situations, 
few signals are as clean as this. For these reasons we 
chose to provide moderate basic sensitivity and to 
spend extra money on frequency-compensated at- 
tenuators to help cope with noisy signals. 

Crystal Tlmebase Oscillators 

.•\ precision crystal oscillator is the heart of any 
frequency counter; the absolute accuracy of the num- 
bers displayed is directly dependent on the oscillator 
accuracy. Both counters* standard crystals are speci- 
fied to have a low aging rate; this cost more but was 
justified by the longer periods between recalibra- 
tion — a good price-performance trade-off. 

The crystal in the 5381 A may have four times as 
much temperature variation as that in the 5382A. 
This is not because it is an inferior crj'stal, but be- 
cause its tower resonant frequency is more difficult 
to control. It was used because the lower frequency 
greatly simplifies the oscillator-timebase circuit. 

The added expense of the 5382 A crystal oscillator- 
timebase was justified by the 5382A's greater frequen- 
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cy range and resolution. For extra accuracy in such 
jobs as checking radio transmitters for FCC com- 
pliance, the 5382A/Option 001 is available. This is a 
high-stability temperature-compensated crystal 
oscillator (TCXO) that has an appropriately low aging 
rate. 
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SPECIFICATIONS 
HP Models S3aiA and 536 2 A Frequency Counters 

saaiA 

FREQUENCE RANGE: 10 Hi 10 BO MHj 
DISPLAV: 7 Digil (LEOsl 
INPUT IMPEDANCE: 1 MI), 50 pF 
SENSITIVITY: 25 mV (rtns sine *3ue| 30 Hi to 20 MHz 
50 mV frms sine wave) 10 He lo 00 MHz 
INPUT ATTENUATOR: Tnree posmon ( ■ 1 , < 10, -100) 
MAXIMUM INPUT LEVELS: 

dc to 40 Hz 200 V <dc - peak ac) 

ATTENUATOW 40 Hi 10 100 kHi 

- 1 too kHt lo S MHl 

-•5 MHz 



200 Vfdc 

JBOVrms 

2 5 ■ 10' V Hi 

5 V rms 



ATTENUATOn 

■ to. • too 



200 V «jc - pealt acj 
250 V mis 

2.5 ■ WV Hi 

5 V tms 



dc to «0 Hz 
40 Hz lo 1 MHz 
1 MHz to 50 MHj 
50 MHl lo 80 MHl 
ACCORACy: = 1 Couni - Time Base Accuracy 
GATE TIMES: Manually Sfllactad 0.1 aecotid, 1 socond, 10 seconds 
RESOLUTION: ID Hz at D.I sficortd gale Hme. 1 Hz all second gale trme. 

1 Hz at 10 second gale llrno 
TIME BASE: 
tmernal 
FREOUENCV 1 MHz Cfystal 
AGING- •■0 3 ppmrnontft 
TEMPEflATURE - 1 D ppm 0''C 10 40^ 
LINE VOLTAGE 1 1 ppm (of 10°^. line »aria6on 
£](1«mai Input 
FREQUENCY RANGE 1 kHz to 2 MHi 
SENSITIVITY: TTL Lewel or 2 5 V rms sne wave 
MAXIMUM INPUT: 25 V (nis Ijc to 2 MH: 

5382A 

FfiEQUENCY RANGE: 10 Hz to 226 MHz 
«SPLA¥:a ttgitlLEDs) 
INPUT IMPEDANCE: 1 Mil, - 40 pi 
SENSITIVITY: 25 mV (rms 5irie wane) 30 Hi ID 10 MHz 
50 mV (rms sine wane) 10 Hz 10 225 MHz 
INPUT ATTENUATOR; TWBB Position ( ■ 1, .10, -100) 
MAXIMUM INPUT LEVELS: 

dc to 40 Hz 200 V idc * peak ac) 

ATTENUATOR 40 Hi lo 100 kHz 250 V tms 

« 1 100 kHz 10 5 MHz 2 5 - 10^ V Hi 

>5 MHz 5 V ms 

dc to 40 Hz 200 V (dc ■ peak tc| 

ATTEffUATOR 40 Hz to 1 MHz 250 V rms 

■ to. ■ 100 1 MHz to SO MHz 2.5 * 10* V Hz 

50 Mrtf (O 225 MHz 5 V mB 

ACCURACY: : I Count ; Time Base Accuracy 
GATE TIMES: ManuaQy Sheeted 1 secfjnd. 1 secotid, 10 seconds 
RESOLUTION: 10 Hz at 1 second gala tme. i Hz at 1 seeond gste lime. i Hi 

at 10 setsnd gale tirt>e 
TIME BASE: 



FREQUENCY to MHz Crystal 

AGtNG, '--0,3 ppm,monlti 

TEMPERATURE: =2 5 pprn (TC tO 40'C 

LINE VOLTAGE: ±0.5 ppra (or 10% line vanation 
Externe^ Input 

FREQUENCY RANGE 100 kHz 10 10 MHz 

SENSITIVITY 250 mv rms, 1 kit Input impettancB 

MAXIMUM INPUT 25 V rms dc to 10 MKt 
OPTION 001: Tempefature Cornpensaieo C-yslal Osdllator 
FREQUENCY 10 MHz 
AGING: ■: 1 part in iO"nionlh 
TEMPERATURE: : 1 ppm 0=C to 40=0 
UNE VOLTAGE 1 pad m 10- tor iO'-t cftange 
Meets Of exceeds F C.C reqmremerns 

53StA and 53S2A General Data 
OPERATING TEMPERATURE. C to 40 C 
POWER REQUIREMENTS: 3 00. 120. 220 and 240 V mn (4S Hz to 440 Hi) 

(-5': -!5Wt20 VA rr,a>i. 
WEIGHT: Met 4 75 C (2-2 kg) Snpping E lb (2.8 «g) 

WtlENSIONS: 3 5 in H . fl 25 in W • 9 75 in IBS mm « 160 ram . 24a mmj 
PRICES IN U.S.A.: $381 A. S249 $3e2A $450. Opiior) 001 . add S100 10 price of 

53fl2A I no exlafn* osaHator with Option 0O1) 
MANUFACTURING DIVIS40N: SANTA CLARA DrvlSIOM 

5301 Stevnts (^e«i Boulsv«rd 
Santa Clara. Caklomia 95050. U.S.A. 
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A Versatile Bipolar Power Supply/Amplifier 
for Lab and Systems Use 

The elements of a power supply/ amplifier can be combined 
to perform as several different instruments: a precision 
bipolar power supply, a fast-responding programmable 
powersupply, a low-distortion current-limiting power ampli- 
fier, a power amplifier witfi programmable gain. 

by Santo Pecchio 



FUNCTIONAL ELEMENTS ASSEMBLED in an 
instrument to do one job can often be recon- 
nected to do several other jobs, thus enhancing the 
usability of the instrument. 

Such has been the case with the bipolar power sup- 
ply/amplifier. The movlng^spiril behind the develop^ 
ment of this instrument was automatic testing, which 
requires power supplies capable of fast re.sponse to 
external control and. preferably, with bipolar output. 
.Although llewlett-l'ackard has developed a number 
of digitally-programmed power supplies to meet this 
need, numerous applications do not need the high 
accuracy (0,01%) of these instruments. The bipolar 
power supply/amplifier evolved to fill the need for 
moderate accuracy at lower cost. 

Bipolar Power Supply/Amplifiers (BPS/As) achieve 
an accuracy of 0.1% but they respond to control sig- 
nals within 0.1 ms. much faster than the 50 ms or so 
of the usual laboratory power supply. However, be- 
cause of the various elements built into BPS/As to 
fulfill this function, they perform several other jobs 
well, and thus become useful tools to have around the 
lab. An output that is bipolar and continuously vari- 
able through zero is a capability that the usual lab 
supply lacks but that the BPS/A has. This can be use- 
ful for checking semiconductor characteristics, for 
example. Extremely low output impedance makes 
the BPS/A useful as a direct-coupled amplifier and'or 
impedance converter that can drive a variety of loads. 
The BPS/A, within its bandwidth, can thus be used to 
increase the output capabilities of function genera- 
tors and other signal sources that have limited drive 
capabilities. The fast response to programming con- 
trols, when working with a suitable resistance or 
voltage programmer, also makes them usable as wave- 
form svnthesizers. 



Wtiat It Is 

To give an idea of the varied capabilities of a bi- 
polar power supply/amplifier, let us take a closer 
look at what it is. It is first of all a precision, low-noise, 
constant-voltage power supply with ,iiljustabte cur- 
rent limiting. The buTpuT voltage can hi; set by a front" 
panel control or by using an external resistance or 
voltage programmer, and it is bipolar with a smooth, 
continuous transition from one polarity to the other. 
Like other IIP power supplies, two or more BPS/As 
can be operated in an auto-parallel or auto-series 
mode to obtain either higher voltage or greater cur- 
rent with one-knob or single-programmer control of 
all supplies. 

The BPS/A is also a power amplifier with manually- 
varied or programmable gain. Its low output imped- 
ance, less than 2 mil. enables it to deliver full output 
with low di.stnrtion (total harmonic distortion is typi- 
cally less than 0.1%). 

Another capability is the ability to sink current, as 
well as supply current. This is particularly useful in 
certain kinds of tests, such as tracing hysteresis 
curves or performing other cyclical tests on inductive 
loads. 

Yet another capability, not of prime importance but 
nevertheless indicative of the ver.satility of these in- 
struments, is the ability of the BPS/A to function as a 
programmable load. This derives from the current- 
sink capability of the instrument. 

The Latest 

A new series of bipolar power supply/amplifiers 
has now been developed (Fig, 1). .•\s power supplies, 
these have higher resolution than earlier models and 
as amplifiers, they have wider bandwidths. Line and 
load regulation (source and load effects) are In the 
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0.01% class. In addition, they have constant-current 
operation, rather than simple current limiting, with 
automatic crossover between constant voltage and 
constant current operation. This characteristic is 
particularly useful in semiconductor testing where 
the current at a breakdown voltage should not be 
exceeded beyond a chosen level. The new BPS/As 
also have a fixed gain mode that gives an amplifi- 
cation factor accurate within 0.1%, a useful feature 
when they are used to give a known output level 
when boosting the output of function generators. 

There are three models in the new series with out- 
puts as shown in the table. All are dual-range instru- 
ments that give a corresponding increase in resolu- 
tion when operated on the lower range. 



Model 


fia25A 


GB2SA 


5BZ7A 




power 
Supply 
Output 


Vnltagi! 


Hl^ range 


-20to-<-2tlV 
-5 tD <-5V 


-SOto*S0V -lOa Id -t-lOOV 
-5 10 *^\ -10(0 +10V 




Currwut 


a tD 2.0A 


to LO,V to 0.5A 




Amplifier 


Gain 


High range 

Low rauge 
Buuiwidtii 


K4 

« 1 
dc • 40 kHz 


XIO XJO 

XI x2 
dc-40 kHi dc ■ 3n kHz 




VsrlsWe 
Gala 


Hjgb rangt 
Bmdwlillii 


xO' xa 

XO- 12 
dc - tS kHa 


xO ' X2Q ,[> - -40 

XO - X2 .0 - "4 
dc-lSkHz dc-ESkHz 




Bipolar PowCT Supply',\nipliner Performance Charactarlstics 





As fixed-gain amplifiers, these instruments have 
bandividths of dc to 40 kHz and a signal-to-noise ratio 
better than 65 dB. As variahle-gain amplifiers. band- 



Fig. 1. New Bipolar Power Sup- 
ply Amplitiers are made in two 
versions: one wilh front-panol 
meters and conlrols for bench use 
and one with blank front panels for 
systems use. All have 0.01% line 
and load regulation but respond 
quickly (<0. 1 ms) to external vol- 
tage or resistance programming 
commands 



width is dctolSkHz. The table shows the gains avail- 
able in the fixed and variable gain modes. Maximum 
amplifieroutputcorresponds to the maximum output 
in the power supply mode, e.g., 100 Vp-pat lA pkfor 
the ±50V Model B826A in the high range. Input im- 
pedance is 10 kn. 

The new series of BPS/As is offered in two versions, 
one with full manual control from the front pane! and 
with voltage and current meters, and one without 
meters or front panel controls for system use. Remote 
control of the voltage output, maximum current, and 
amplifier gain can be achieved with resistance con- 
trol cards designed for the HP 6940A/41A series 
Multiprogrammers'. These provide control of vol- 
tage and gain with 12-bit resolution and control of 
positive and negative current limits with 6-bit 
resolution, 

A Look Inside 

In discussing the design of the Bipolar Power Sup- 
ply/Amplifier, it is helpful to recall that regulated 
power supplies fundamentally are precision power 
amplifiers with the reference voltage serving as the 
input signal and the voltage control functioning as a 
gain control. 

Viewed as an amplifier, the conventional power 
supply has very low bandwidth, primarily the result 
of a fairly sizable output capacitor. This capacitor, 
in large degree responsible for minimizing noise, 
power supply ripple, and other short term fluctua- 
tions on the output, slows the power supply's re- 
sponse to changes in voltage level. Hence, to get the 
speed of response wanted for automatic test systems, 
the BPS/A has no output capacitor. Instead, the 
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signal 
Input 




Fig. 2. Simplifiea block diagram ol Bipolar Pokver Supply I Amplitier. in the power supply made, 
resistor R. controis the output voltage over the lull bipolar range, in the arnplifier mode, it controls 

gam 



bandwidth of the amplifier circuits is made relativeiy 
wide so short-term disturbances in the output vol- 
tage, such as those caused by sudden changes in load, 
can be suppressed without the use of an output 
capacitor. Noise (rms) on the output in a 20 Hz to 20 
MHz bandwidth is then on the order of 65 dB below 
the maximum output voltage. 

In another departure from conventional power 
supply practice, the BPS.'A uses two series regula- 
tors: one for positive outputs and one for negative 
outputs. As shown by the simplified circuit diagram 
of Fig. 2, the regulator circuit configuration resem- 
bles a single-ended push-pull amplifier operating in 
class AB. 

As has been common practice, a precision refer- 
ence voltage is developed by a temperature-compen* 
sated zener diode driven by an auxiliary power sup- 
ply within the instrument. The manner in which the 
mfixed reference is related to a variable output voltage, 
however, differs from conventional practice. This is 
explained with reference to Fig. 2. Here, the output 
voltage (E' J of the first amplifier is: 



When the instrument is in the power supply mode, 
E|n is the reference voltage. It is summed with E'„ at 
the input to the second amplifier, whose output Eq 
becomes: 

I? — _P ^1' _ T." ^1 






E„ =E„.( 



K^ _±_ 



)K> 



When E|^ = 5V. and R^„ = R,^ = Rq = Rp = lOkO as 
in the diagram: 



E.= 5(^-1) 






Kill 



10-* 

Now, when R,. is 0, E^ is -5V. When it is lOkfl. E^ is 
and when 20kfl, E^, is +5V. Thus a bipolar output is 
derived from a single unipolar reference voltage. The 
single control adjusts the output voltage over the en- 
tire range, from the most negative value through zero 
to the most positive value. No polarity switching is 
required. 

External resistances can be used in place of R^. The 
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output voltage can thus be programmed by switching 
the resistors, and the output will be linearly propor- 
tional to the resistance. 

Feedback resistor Rj. is switched to either of two 
values by a relay inside the instrument, giving the in- 
strument two output voltage ranges. In the high 
range, the nominal value of Rp is lOOkfl, 10 times its 
value in the low range. This increases the overall 
gain by a factor of 10, giving a range of *50V in the 
example just given. 

Amplifier Mode 

When the instrument is used as a variable-gain 
amplifier (non-inverting), the input signal replaces 
the reference voltage. Feedback resistor R^ then pro- 
vides control of the gain and R|.- gives a 10:1 change in 
gain. As in the power supply mode, external resis- 
tances may be used in place of Rv to enable remote 
control of gain. 

When the instrument is in the fixed-gain mode, the 
input signal bypasses the input amplifier and goes 
directly to the output amplifier chain, as indicated in 
Fig. 2. Bypassing the input stage increases the upper 
bandwidth limit from 15 kHz to 40 kHz (and inverts 
the signal at the output). As before, resistor Rp pro- 
vides a 10:1 change in gain. 




To 
Regulators 



FIfl. 3. Current cor^trol circuit responds whenever the voltage 
drop across current-sense resistor R^ becorrtes equal to 
the voltage across either H2A or B2B. 



Current Control 

Control of the output current is derived from a low- 
value resistance Rs in series with the "-Out" bus, as 
shown in Fig. 3 The voltage developed across this 
resistance is compared to a reference voltage at the in- 
put to a current-control amplifier. 

There are two current-control amplifiers, one for 
each polarity. When the instrument is in the constant- 
voltage mode (output current below the selected cur- 
rent level), these amplifiers are saturated, reverse- 
biasing the diodes in series with their outputs so they 
have no effect on the series regulators. 

When the output current is great enough to gener- 
ate a voltage equal to either reference, the appropriate 
current-control amplifier comes out of saturation, 
overriding the voltage-comparison amplifier and 
limiting the output voltage so the current is held at 
tlie selected level. 

Whenever either current-control amplifier is ac- 
tive, it triggers the current-mode indicator circuit. 
This turns on the front-panel indicator to inform the 
operator that the instrument is operating in the con- 
stant-current mode, and it supplies a flag to a rear- 
panel connector for use by an external programmer. 

Linear Current Programming 

The action of the current regulator is such as to 
maintain the inputs to the active control amplifier at 
the same level so the voltage drop across R^ equals 
that across R2A (or R2B). Thus, whenever the instru- 
ment is in the constant-current mode, the voltage 
across resistor Rl (or R3) is maintained at a constant 
level. Consequently, the current through Rl [or R3) is 
held at a constant level so the voltage developed 
across control resistor R2A (or R2B) is a linear func- 
tion of the resistance. External resistors can be used 
in place of control resistors R2A and R2B to permit 
external programming of the current. 

Reverse Current 

The ability to control current in either direction 
allows the BPS/A to sink current from an active load, 
e.g. the collapsing field of a transformer or other in- 
ductive device, at levels up to one half the full-rated 
output current. The current-control circuits function 
in a different manner, however, because the opposite 
series regulator would be in control. 

As shown in Fig. 4. reverse current flows when the 
external voltage is greater than the BPS/A output 
voltage. The BPS/A in effect supplies a bucking vol- 
tage that reduces the reverse current that otherwise 
might flow. To prevent the reverse current from ex- 
ceeding the selected limit, the BPS/A voltage adjusts 
itself accordingly. 

Referring now to Fig. 3. if the BPS/A output voltage 
were positive but there is excessive reverse current. 
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Series i^ 
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Fig. 4. 0/agram illuslraKs that the opposite polafity otilput 
transistor controls the current when the voltage of an active 
load exceeas the BPSiA output voltage- 



the negative current-control amplifier would be 
turned on because diode D2 is now forward-biased. 
This alters the reference input to the negative current 
amplifier. This action causes the negative output 
series regulator to take control of thf; output. 

Fig. 4 also indicates how the BFS'A may ha used as 
a programmable load. The BPS/A is programmed for 
the desired current and for a voltage lower than that 
generated by the active load. The current level is 
then maintained by the control action described 
above. 
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An Automatic Exposure Control for a 
Lab-Bench X-Ray Camera 

Locating shorted bonding wires in IC's, cfiecf^ing pad align- 
ment in multilayer circuit boards, and finding much other 
"inside" information becomes as easy as taking snapshots 
when you use an industrial x-ray system that has automatic 
exposure control. 

by John L. Brewster 



X-RAYS PROVIDE THE MOST enlightening way 
to find out what's inside an opaque object, such 
as a relay can, a potted circuit, or a multiple-layer 
circuit board. But, because of complicated exposure 
techniques and radiation safety requirements, x-ray 
inspection was nearly always delegated to x-ray tech- 
nician specialists. The result was a substantial delay 
in wanted data or, more likely, a decision to use a 
less effective technique. 

Hence, a cabinet x-ray system that was easy to oper- 
ate (Fig. 1) met with prompt acceptance when intro- 
duced some years ago. Using Polaroid film with this 
system, engineers and technicians could obtain ra- 
diographs like those shown in Fig. 2 in a few minutes. 
Then, because of its ease of use, other disciplines 
began to take advantage of it too. For example, forest- 
ers use it for examining seeds, cones, and wood sec- 
tions, museums for paintings and encrusted arche- 
ological finds, and criminologists for weapons, docu- 
ments, and packages. 

Although the ease of radiography with this system 
can be compared to the ease of osclllography with 
dedicated oscilloscope cameras, there are signifi- 
cant differences. As shown by Fig. 3. film exposure 
time can vary widely with only moderate changes in 
either the thickness of a subject or the voltage on the 
x-ray tube. Furthermore, there is a wide range of film 
speeds associated with industrial radiography, a 
range of 2'' or about 500:1. Users whose subjects re- 
quired only a relatively narrow range of exposures 
soon developed exposure charts that consistently 
gave good results. On the other hand, there were 
many others who were interested in a variety of sub- 
jects, including composites of materials like plastics, 
aluminum, and copper. They either wasted a lot of 
film searching for an optimum exposure, or were 
forced to resort to complex calculations. 

What was needed for these users was an automatic 



exposure control. This could give anyone consistent 
results in the same way the "electric eye" helps the 
novice photographer get consistently good results in 
general photography. 

Defining the Detector 

A project for developing an automatic exposure 
control for the x-ray system was thus initiated. In 




Fig. 1. ■- -!r lystem developed by itte Fieia Emission 
Corporation, now Hewlett-Packard's McMinnviile Division, has 
a lead-shielded enclosure with etectncai door interlocks to 
ensure safety for everyday lab applications It uses a simple, 
self'rectified circuit far the x-ray tube. The basic unit, with a 
rtlm-to-source distance of 24 metres, covers film sizes up to 8 
X 10 inches. Film to source distances up to 66 inches can Oe 
obtained with cabinet extensions. 
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Fig. 2. Radiographs disclose 
inside" infotmatian. such as the 
tiroken bonding wire in the inte- 
grated circuit package at lett. and 
the proper alignment of internal 
traces in the multilayer circuit 
boards at right 




1 2 

Aluminum Thickness 



Inches 



Fig, 3. Curves show the exposure time required to obtain a 
given density m a typical film as a function at object thick- 
ness (in this case aluminum) and x-ray tut>e voltage. Small 
changes in eittier parameter result in a large change in ex- 
posure time 



view of the typical customer applications that had 
developed for the basic x-ray unit, it was decided the 
control should be able to accommodate the following 
parameter ranges; 

• X-ray tube voltages between 15 and I'M} kVp. 

• Spectral sensitivity the same as x-ray films. 

• Film sensitivity ranges over a 500:1 range. 



• Exposure times rangingTrbrrTrO' seconds (o "5^ 
minutes. 

It was planned to place the detector underneath the 
film (the x-ray tube is at the top of the cabinet and the 
subject and fiimareonashelf at the bottom). This was 
primarily for convenience but it would also avoid the 
shadows or distortions in the x-ray image that result 
from placing a detector above the film plane. 

The design that resulted is based on the air-cham- 
ber dosimeter, which has proven to be reliable as well 
as simple. An air-chamber dosimeter of the type car- 
ried in the pockets of radiation workers consists 
simply of two coaxial electrodes, with the outer elec- 
trode being semi-transparent to radiation. A capac- 
itor, charged to a predetermined voltage at the begin- 
ning of a monitoring period, establishes a potential 
difference between the electrodes. An incoming x-ray 
photon ionizes the air in the space between the elec- 
trodes and the resulting charged particles carry cur- 
rent that partially discharges the capacitor. The ca- 
pacitor voltage at any time is thus inversely propor- 
tional to the x-ray exposure accumulated since the 
capacitor was charged. 

Detector Design 

Fig. 4 shows a cross-section of the detector that 

resulted from this approach. X-rays, after passing 
through the subject and film, go through the detec- 
tor's thin conductive window, across the narrow air 
gap. and into the collector electrode. The collector is 
formed on a lead plate that prevents further passage 
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Fig. 4. t-rsf camera detector 
consists ot an aluminized mylar 
"window" electrode and a lead- 
tracked molybdenum collector 
electrode mth a narrow air space 
between. Electrons ejected from 
ttie molybdenum by x-ray photons 
ionize the air, giving rise lo a 
current. 



of the x-ray beam, which otherwise would cause 
spurious currents in the circuit connections beneath. 

An electrome^ter monitors the voltage across the 
capacitance formed by the collector and the conduc- 
tive window. This capacitance is charged to about 10 
volts at the start of an exposure. X-ray photons reach- 
ing the collector eject electrons that ionize the air 
between the plates of the capacitor, creating a current 
that discharges the capacitance. 

When the electrometer output falls about 5 volts, 
it triggers an SCR that activates a relay to open a con- 
tact, terminating the exposure by shutting off the 
x-ray tube. 

This system functions analogously to an inte- 
grating light meter, terminating the exposure when 
the film has been exposed sufficiently to obtain the 
degree of darkening desired. To accommodate dif- 
fering film speeds, kVp settings, and object "opac- 
ity", the gain of the electrometer is adjusted in a range 
of 1 to 50 by the FILM SPEED and LiGHT-nARK (fine expo- 
sure) controls. Additional range is provided by a lead 
shield that has a small hole through it. This can be 
slid into place over the detector to reduce the detec - 
tor's effective sensitivity. 

Exposure Control 

With the development of the automatic exposure 
control, making radiographs has become simple and 
straightforward. The user first places the film and 
object in place, closes and latches the door, and re- 
sets the exposure-time indicator. Resetting the ex- 
posure-time indicator closes a relay (Kl in the circuit 
diagram, Fig. 5), charging the capacitance of the de- 
tector electrodes. He then presses the x-ray on but- 
ton, which turns on the x-ray tube and which also 
opens the relay. 

Watching the exposure-PROGRESS meter, which 
monitors the electrometer output, the user turns the 
kVp control up from a low value until the meter 
needle starts to move, For high contrast photography 
of a fairly uniform object, he sets the kVp control no 



higher than that required for very slow meter move- 
ment. For photography of an object that has a wide 
range of x-ray opacity, he sets the kVp control to a 
higher level where meter movement is fairly rapid. 

The exposure is then allowed to continue, with 
no further attention required of the user. When the 
detector voltage falls to a level that causes the elec- 
trometer output to trip a unijunction transistor, 
which triggers the SCR, relay K2 is energized, turning 
off the x-ray tube current. This occurs when the EXPO- 
SURE PROGRESS meter reaches about 80% of full scale. 

The film is then removed and processed. Should it 
turn out to be lighter or darker than desired, the LIGHT- 
D.^RK control can be readjusted accordingly and a 
new exposure made. Alternatively, the operator can 
note the time accumulated on the E.XPOSURE-TIME 
indicator, set that value into the manual timer with 
the appropriate correction, and then make a new ex- 
posure using the manual mode. 

Circuit Details 

A diagram of the exposure-control circuit is shown 
in Fig, 5. Operation was outlined in the procedure 
described above. It is noted here that the EXPOSURE- 
PROGRESS meter simply monitors the output voltage 
of the operational amplifier, which is proportional to 
the accumulated exposure. The gain of the amplifier, 
and hence the sensitivity of the system is adjusted by 
the IJGHT-D.\RK and film speed controls. 

The need to prevent leakage from the electrode 
capacitance required the use of a MOSFET for the elec- 
trometer input (transistor Ql, in Fig. 5). This gives an 
input impedance of 10'* ohms. To ensure low leakage, 
the input circuit is assembled in a lint-free area and 
enclosed entirely in a lead enclosure, one part of 
which is the lead backing of the collector electrode. 
Pressure relief in the enclosure to allow for changes 
in atmospheric pressure is provided by leakage of air 
through the connecting cable. Low humidity is main- 
tained within by a desiccant. 
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Spectral Response 

T(j (insure accurate film exposures at all x-ray vol- 
tage settings, it is important that the detector's spec- 
tra! response match that of the film closely. Fig. 6 is a 
plot of the relative sensitivity of a typical x-ray film as 
a function of monochromatic x-ray beam energy. Dis- 
continuities occur where the beam energy matches 
the energy of orbital elet:trons in the silver-bromide 
molecules (like photographic film, x-ray film consists 
of small silver-bromide crystals suspended in a gela- 
tin on a plastic film base). One discontinuity occurs 
for silver and one for bromine. X-ray absorption, and 
hence film sensitivity, is greatest just above the silver 
discontinuity. In actual practice, however, the effects 
of the discontinuities are smoothed out because the 
x-ray beam is not monochromatic but spans a narrovif 
range of energy levels. 

The obvious solution would be to make the col- 
lector out of silver, which would give it a response 
closely matching that of the film. But. since the detec- 
tor is to be placed behind the film, it would receive 
less energy at those energy levels where the film is 
more absorptive, which is precisely where maximum 
detector output is needed. 

The solution to this problem was to use a collector 
material that has a peak response between the silver 
and bromine discontinuities. The material chosen is 
molybdenum. With the energy spread that exists 



in the x-ray beam, this gives high detector output at 
the same time there i& high absorption by the film. 

The detector "window", which serves as the sec- 
ond electrode, is made of a thin coating of aluminum 
deposited on a mylar film. So that x-ray absorption 
in the window is minimized, the coating is no thicker 
than that required to make it electrically conductive. 

Another consideration involved detector sensi- 
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Fig. 6. Blackening of a typical x-ray film as a function of mono- 
chromatic x-ray energy level The curve peaks where the 
x-ray energy matcttes the inner ortiital electron energies of 
silver and then drops steeply below this level The same 
phenomenon occurs with the bromine peak farther down. 
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tivity at the higher x-ray energies. The energy of 
ejected electrons increases with the incident x-ray 
energy so the mean free path of ejected electrons is 
longer at the higher energies. This results in more 
collisions with air molecules causing increased ion- 
ization and consequently greater current. The air gap 
was therefore made very short, on the order of 0,01 
inch, to prevent this effect from increasing detector 
sensitivity at the higher x-ray energy levels. 

As a result of these considerations, the detector 
gives consistent exposure control over the kVp range 
of the system. Thus, the power of x-ray analysis has 
been made available to scientists, engineers, and 
technicians witliout the need for special training. 



SPECIFICATIONS 

HP Model 43805 Shielded Cabinet X-ray System 
(with automatic sensor) 

X-RAY TUBE: Beryllium mnO^w. 5 mm source 

VOLTAGE 1 kVp lo 1 1 D hVp. 1 30 kVp with opiion OW 
CURRENT Approximately 3mA conitnuous 

TYPICAL RADIATION OUTPUT 



Tube 


Distance 


Approxtimate 


Voltage 


from Anode 


Dose 


JiVp 


(Inches) (cm) 


(RtHntgeni^mtnuteJ 


110 


12 32 


300 


1tO 


25 63.5 


70 


130 


12 32 


4.00 



COMPAntMENTSKE: U5inn • 18.25 pnw • 15.Sinfl(36B •46-6 ■ 395cm) 
FtLM-TO-SOURCE DISTANCEr 24 Inches Of 61 Cm [up 10 58 5 inches. 149 cm. 

witn s^3ecial conligurabons) 
BEAM SHE AT LOWEST FILM POSITION: 12 5 in or 32 cm Cham lup 10 19 in 

46 c-n witn cabinet estensionsj 
RADIATION SAFETY: Less than 5 mr nr al 2 inches (5 cm) (fom any Siirlace 
POWER: 1 10-120 V 190-250 V. 60-60 Hz, 600 VA 

DIMENSIONS: 33 7 in h - 21irnw ■ 20 m d (BS 6 ■ S4 6 ■ 50. Bern) 
W6I(3HT: INel) 400 itis (1B1 44 kg) 
PRICE IN U.S.A.: 53485 

M ANUF ACTU SI N G 0IV1SI0M: McM i NN VIL LE D IVi SI ON 
500 Unke Street 
McMlnnville. Oregon 97t28 
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